Single-use 
Surgical Mask 


BYD CARE &@ 


Product Model 


FE2311 


Product Introduction Wearing Instructions 


BYD Single-use Surgical Mask consists of three layers of nonwoven 
material: 


Outer Layer 
Polypropylene spunbond 
nonwoven fabric 


Middle Layer 
Polypropylene melt-blown 
nonwoven 


Inner Layer 
Polypropylene spunbond 
nonwoven fabric 


MATERIALS 
Inner layer Polypropylene spunbond nonwoven fabric 
Middle layer Polypropylene melt-blown nonwoven 
Outer layer Polypropylene spunbond nonwoven fabric re) 
Ear loops Polyester/nylon spandex blend (Xe 
Nose clip Metal wire with plastic covering Latex-Free 


Non-sterile product. One-time use only. 


1.Hold the mask by the 
ear loops with the 
colored side facing 
outwards and the nose 
bridge upwards, and 
place an ear loop around 
each ear. 


2.Bend the nose clip to 
match the shape of the 
nose to prevent 
unfiltered air from 
entering. 


3.Pull the mask to 
your chin to produce 
a tight seal. 


Single-use Surgical Mask Bn) 


SOFT & EASY TO BREATHE _ (Non-sterile) 


Instructions for Use 


Inner layer Middle layer Outer layer 
Support part © | } 1 
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Product Information 


Name Parameter 
Product name Single-use Surgical Mask 
Materials Polypropylene spunbond nonwoven fabric (for surgical use), polypropylene melt-blown nonwoven, metal wire 
with plastic covering nose clip, polyester/nylon spandex blend ear loops 
Product model FE2311 
Size 175 mmX95 mm / 6.89in.X 3.72in. 
Expiration date 2 years after production 
Packaging specification 10pcs/bag; 50pcs/box; 2000pcs/case 
Storage Store in a dry, clean environment with room temperature 
BFE 2 98% PFE 2 98% Flammability: Class | The masks are tested according to the ASTM 2100 and 16 CFR-1610 standard. 


WARNING 2) 


Approval and Standard 
ASTMF-2100Levelll  EN14683TypellR CE AX 


www.bydcare.ca 
Made in China 


